Simulating temperature distribution of high-intensity focused ultrasound during bone treatments 
Background/introduction
To help improve therapeutic results for treatment of bone tumors, high intensity focused ultrasound (HIFU) is being investigated as a non-invasive alternative to surgery and radiotherapy. HIFU ablative treatments require an imaging modality for guidance, and magnetic resonance (MR) imaging is currently the strongest choice as it is able to provide temperature mapping throughout the treatment process. Unfortunately, the temperature feedback that is critical to ensuring safety and optimal soft tissue ablation is often unobtainable in bone structures. As an alternative to obtaining feedback, this project is focused on developing a simulator that is capable of predicting the temperature distribution in and around bone tissue during HIFU therapy. Having such a simulation would provide a better understanding of the thermal dosages incurred by the bone during HIFU treatment of tumors.
Methods
The simulator consists of three primary components: semi-automatic segmentation, acoustic field simulation and the bio-heat transfer model. The segmentation is performed using a mesh-based method, applying Gaussian statistics to conform to the outer surface. The acoustic field uses a modified solution to the Rayleigh integral to track the change in complex ultrasonic velocity potential through solid and soft tissue. The velocity potentials at each voxel are then converted to form a volumetric heat distribution required by the bio-heat model. This model then computes a numerical solution to the heat transfer problem, creating a four dimensional temperature map capable of demonstrating specific time intervals throughout a therapeutic ultrasound procedure. The simulation has been implemented using parallel GPU architecture, capable of producing large 4D bone maps in under one minute. degrees lower than the simulation. Heat also appeared to spread more freely into the bone during the actual therapy. Differences in material properties are likely to account for a large part of these discrepancies, as many reported porcine properties are highly variable across the literature.
Results and conclusions
The next steps of this project will be to conduct a material property study of both healthy and cancerous tissue, and to collect enough data to characterize the accuracy and validate the functionality of the model. With a fully validated prototype, this software tool will be able to start demonstrating the thermal effects of HIFU in various bone structures, and will help both physicians and scientists in understanding the full effects of this therapy for improved HIFU procedures.
